Complications of the AO/ASIF titanium distal radius plate system (pi plate) in internal fixation of the distal radius: a brief report.
Two patients are reported who had tendon rupture and plate breakage following internal fixation with the newly designed AO/ASIF titanium distal radius plate system (pi plate). The incidence of complications with this system warrants further evaluation.